Respiratory motion can cause artifacts in myocardial SPECT. We incorporate respiratory mechanics into the current 4D MCAT and into the next generation spline-based MCAT phantoms. In order to simulate respiratory motion in the current MCAT phantom, the geometric solids for the diaphragm, heart, ribs, and lungs were altered through manipulation of parameters defining them. Affine transformations were applied to the control points defining the same respiratory structures in the spline-based MCAT phantom to simulate respiratory motion. The NURBS surfaces for the lungs and body outline were constructed in such a way as to be linked to the surrounding ribs. Expansion and contraction of the thoracic cage then coincided with expansion and contraction of the lungs and body. The changes both phantoms underwent were splined over time to create time continuous 4D respiratory models. We conclude that both respiratory models are effective tools for researching effects of respiratory motion.
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I. BACKGROUND
Respiratory mechanics involve the motion of the diaphragm, heart, thoracic cage, and lungs [1, 2, 3] . When the diaphragm contracts, it forces the abdominal contents downward and forward increasing the volume of the thorax. When the diaphragm relaxes, the abdominal contents move upward and inward decreasing the volume of the thorax. The level of the diaphragm can move up and down from 1-10 cm during breathing (Fig. 1) . The diaphragm moves about 1 cm during normal tidal breathing [I]. The heart can be seen to move upward and downward in some fashion with the diaphragm. Recent studies suggest that the heart movement is simply a rigid body translation [3]. During respiration, the ribs rotate about an axis through their costal necks to affect the anteroposterior and transverse diameters of the thoracic cavity (Fig. 2) . During inspiration, the external intercostal muscle contracts pulling the ribs upward and forward increasing the transverse and anteroposterior diameters of the thorax. During expiration, the internal intercostal muscle contracts pulling the ribs downward and inward decreasing both the transverse and anteroposterior diameters of the thorax. The lungs inflate and deflate with changes in the volume of the thoracic cavity.
Respiratory motion can cause artifacts in myocardial SPECT leading to the misinterpretation of images especially This work was supported by Public Health Service Grant NIH R01 CA39463. Its contents are solely the responsibility of the authors and do not necessarily represent the official views of the PHS. The 4D Dynamic MCAT phantom [S-81 was developed to permit study of the effects of anatomical variations on cardiac SPECT images [9] and study of gated SPECT [7, 10] .
Unfortunately, it is limited in its ability to realistically model anatomical variations and patient motion. Thus, a phantom that will model these effects must rely on a different set of primitives to describe the structures in the torso.
An appropriate primitive that will permit the kind of modeling needed is the non-uniform rational B-spline (NURBS) [11, 12] . NURBS are widely used in 3D computer graphics to describe three-dimensional surfaces. A NURBS surface (Fig. 3) is a bidirectional parametric representation of an object. Points on a NURBS surface are defined by two parametric variables, U and v, usually representing longitude and latitude respectively.
A 3D NURBS surface of degree p in the U direction and degree q in the v direction is defined as a piecewise ratio of B-spline polynomials by the following function [11, 12] . The represent the control points defining the surface, w;,, are weights that determine a point's influence on the shape of the surface, and Ni,p(u) and Ni,Av) are the nonrational Bspline basis functions defined on the knot vectors
w h e r e r = n + p + 1 a n d s = m + q + 1.
NURBS surfaces are continuous; therefore, they permit representation of a surface at any resolution. A disadvantage of NURB S is the mathematical complexities they introduce, but with the increase in complexity comes a vast increase in flexibility to model biological shapes more realistically. Also, NURBS can be altered easily via affine and other transformations to model variations in anatomy among patients. The particular transformation needs only to be applied to the set of control points through a matrix multiplication [13, 14] .
The spline-based MCAT phantom [ 131 was developed resulting NURBS respiratory model is more realistic than the geometry-based model of the MCAT. Both respiratory models, however, can be useful tools in studies involving the effects of respiratory motion.
II. METHODS
The movement of the diaphragm during respiration was simulated in the MCAT phantom by altering the parameter for the height of the left and right diaphragm sections ( Top Fig.  4) . The movement of the diaphragm in the spline-based MCAT was simulated by translating control points that define the left and right diaphragm surfaces (Bottom Fig. 4) . The ratio of the vertical distances between the levels of the control points was kept constant so that the degree of curvature of the diaphragm changed as well as the height. The heart in both phantoms was translated linearly up and down with the movement of the diaphragm.
The ribs in the original MCAT phantom are defined by tilted cut planes through a cylinder (Fig. 5A ). This definition does not allow for the ribs to be rotated about the axis through their costal necks. The rotation of the ribs has to be approximated through the parameters that define them. The ribs are defined by three parameters in the current MCAT phantom: the rib long axis, the rib short axis, and the tilt angle of the ribs.
To approximate the change in the transverse diameter of the thoracic cavity due to the rotation of the ribs, the parameter for the long axis of the ribs (RLA) was altered (Fig.  5B) . The RLA was simply increased or decreased to change the transverse diameter.
To approximate the change in anteroposterior diameter of the thoracic cavity due to the rib rotation, the parameter for the rib short axis (RSA) was altered (Fig. 5C ). Keeping the The sternum in both phantoms was set up to move upward and downward with the movements of the ribs.
The time varying parameters in both phantoms were chosen to fit a volume curve for normal respiration, (Fig. 7A) . The period of the respiratory cycle for normal tidal breathing is 5 seconds with inspiration lasting approximately 2 seconds and expiration lasting the remaining 3 seconds. The amount of volume change in the lungs for normal breathing is 500ml. The volume curve was approximated with the piecewise cosine function in equation 5. 
RSA + ARSA
The parameters defining the long and short axes of the lung and body were set to increase or decrease with the axes of the ribs.
The spline-based ribs were rotated about the axes of their costal necks (Fig. 2) . Control points in each lung were set up to coincide with the ribs (Fig. 6A) . The control points were linked to the ribs expanding and contracting the lungs w i t h the rib cage. The cartilage was allowed to stretch with changes in the thoracic cavity. The control points defining the body outline were similarly linked to the ribs (Fig. 6B) allowing the body outline to change with changes in the ribs and lungs. The top portion of the function represents the volume change during inspiration while the bottom portion represents the volume change during expiration. A graph of the function is shown in figure 7B .
For the current MCAT phantom, the height of the diaphragm and the diameter of the rib short axis were set to change a maximum of 1 cm sinuisoidally for normal breathing according to equation 6 and 7 respectively. 
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ARsA(r) = At 17 time frames, the amount of volume change that resulted from altering the two parameters as calculated from equations 6 and 7 was compared to the desired amount of change as calculated from equation 5 to get the volume contribution needed from the long axis parameter. The long axis parameter was set accordingly for the 17 time frames.
For the spline-based phantom, the diaphragm was also set to move 1 cm sinuisoidally according to equation 6. The volume change from the diaphragm motion was compared to the volume curve for normal breathing at 17 time frames to get the volume contribution needed from the rotation of the ribs. The amount of rib rotation was set accordingly. The changes in the parameters for each phantom were III. RESULTS Figure 9 displays a coronal cut for the current MCAT and spline-based MCAT phantoms for end-expiration and endinspiration. Both phantoms illustrate movements simi1,ar to that shown in the diagram based on roentgenograms. Figure  10 displays the anterior view of the current MCAT phantom and spline-based MCAT phantom during end-expiration and end-inspiration. Figure 11 shows the right lateral view of both phantoms during end-expiration and end-inspiration. From these images, it is clear that the NURBS surfaces have the potential to model respiratory motion realistically, more so than models based on geometric solids. Thirty time frames were generated from the base seventeen using the motion curves for the parameters. The volume curve for the right lung over the thirty frames for the spline-based MCAT phantom is shown in figure 12 . The volume curve for the right lung of the current MCAT phantom is nearly identical to that of the spline-based phantom. The lung volume change in both models was 500 ml per lung. The thirty frames illustrate a smooth respiratory motion.
N. CONCLUSIONS
We have developed respiratory models for the current MCAT and the spline-based MCAT phantoms. The splinebased phantom models the respiratory motion more realistically than the geometry-based phantom. 
